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F.’

ABSTRACT

A gamma-radiation telemeter ing system was utilized by Civil Effects Test Group person-
nel to measure fallou t levels at the Nevada Test Site from the vicinity of Ground Zero out to ,
and Including, an area bounded by Reno, Nev.; Salt Lake City, Utah; Klngmai:, Arlz.; and Bar-
stow , Calif. Two methods of signal transmission were used : direct-coupled field lines for on-
site Installation s and commercial telephone lines for areas out to 330 miles.

Graphic and tabular data cover on-site and off-site residual gamma-radiation dose rate
measurements taken as a function of time alter selected events.
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REMOTE RADIOLOGICAL MONITORING

1 INTRODUCTION

The advantages of a remote system for radiologically monitoring areas that might be con-
taminated by radiation fallout and/or induced activity have been under consideration for some
time. Two of the most Important advantages of such a system are: (1) the reduction in , or
elimination of , the exposure to personnel needed to assess the degree of contam ination and
(2) the more efficient collection of larger amounts of radiological data in a shorter time.

A wire-controlled radiation telemetering system’ was employed by the National Bureau of
Standards (NBS) for on-site measurement of gamma rate as a function of time during Opera-
tion Buster-Jangle in the fall of 1951. This activity was sponsored by the Armed Forces Spe-
cial Weapons Project.

Dering Operation Upshot-Knothole in the spring of 1953 , a radio-controlled telemetering
system,2 designed by NES and Motorola , Inc., for the U. S. Atomic Energy Commission , was
tested. The results of these tests demonstrated the feasibility of remote radiological monitor-
ing.

A wire-controlled unIt was designed for Operation Teapot 3 (see also Appendix A) utilizing
the experience gained at previous operations. This remote data-station unit , designated as
RDS-l , had provision for adaptation to commercial telephone lines and provided a relatively
Inexpensive and reliable method for covering areas close to Ground Zero (GZ) as well as the
off-site communities adjacent to the Nevada Test Site (NTS) .

Objectives

As a result of the field experience gained in Operation Teapot , the remote data-station
units were modified and designated as RDS-1A units. These modified units were used in Op-
eration Plumbbob to meet the following specific objectives:

1. On-sfle measurement by direct-coupled field-line stations of residual gamma activity
in , or adjacent to, structures being studied by various Civil Effects Test Group (CETG) proj-
ects and immediate measurements on rad iation levels for use by postshot recovery parties.

2. Off-site measurements of gamma activity were made , utilizing telephone-controlled
stations , in 30 selected communities ranging in distance from 50 to 300 miles from NTS
(Table 3).

In addition to the above , CETO personnel also had the following obj3ctives in mind regard-
ing the equipment per Se: (1) to determine operational limitations and the effect these limita-
tions might have on present and future field use (NTS) of the equipment; (2) to obtain , under
severe field conditions , Information that would adequately describe design criteria for new
and/or restyled remote radiological-monitoring equipment; and (3) to ascertain the reliability
of telemetered radiological data using comparative techniques.

2 INSTRUMENTATION

The equipment and its operation are described in NBS Report 5471 , Remote Radiation-
Monitoring System (see Appendix A).
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3 PROCEDURE

3.1 On-site Operations

Direct-coupled field-line remote data stations were located at various distances from GZ
for 1~ shots. The locations (see Tables 1 and 2) for each shot were in , or adjacent to , struc-
tures being studied by various CETG projects and were selected on the basis of the early re-
covery requirements of these projects. After each detonation these stations were challenged
at various time intervals to determine the radiation intensity. These data were used to ascer-
tain Rad-Safe routes suitable for early recovery in hot areas and to determine the time of
recoveries and the necessity for countermeasures.

3.2 Oil-site Operations

relephone-controned RDS-1A units with plug-in ring boxes were installed in the 30 com-
munities listed in Table 3. Placement of the off-site stations was based on the fallout patterns
from previous tests as well as on population density. The stations were generally located in
such a manner as to supplement the manned teams of off-site Rad-Safe. Stations were chal-
lenged postshot according to their proximity to NTS, as described by the predicted fallout
pattern at shot time. Frequency of challenge and station selection were dictated by the activity
reported . All off-site stations were routinel y challenged for every event , even in areas where
no fallout was predicted.

4 RESULTS

4.1 Installation and Maintenance of Equipment

Technicians were assigned to install and maintain the equipment used on this project. At
the request of CETG , Reynolds Electrical & Engineering Co., Inc., prepared a report based on
the experience of these technicians; this report is included In this report as Appendix B.

4.2 On-site Results

For shots Diablo , Shasta , and Whitney the RDS-1A units were located in areas where the
initial radiation was negligible and where the residual radiation was expected to be high (see
Table 1). Significant fallout was received in these areas on shots Diablo and Shasta; low-
intensity fallout was found on shot Whitney.

Figures 2 to 20 show the decay patterns obtained with the RDS-1A equipment for close-in
fallout. Table 13 shows the fallout recorded on the two Butler buildings exposed on shot
Whitney.

When the radiation intensities decreased to a permissible entry level , comparative read-
ings were made adjacent to the field stations with Juno meters and Rad-Safe T-ib meters. As
shown by the comparative dat a in Tables 14 and 15, the agreement between instruments is very
acceptable.

Use of the RDS- 1A units on shots Diablo , Shasta, and Whitney verifies the fact that accept-
able radiation-intensity dat a can be collected by telemetering techniques.

When the telemetering system was desi gned for Operation Upshot-Knothole, there were no
plan s for close-in use in which there would be exposure to large neutron doses. Since these
detectors , halogen-quenched G-M counters , hav e stainless-steel walls, they can be neutron ac-
tivated. This severely lim its close-in operations. Neutron activation of the tubes was first
observed during Operation Teapot. Again , during this series , this effect limited the usefulness
of the system in areas of high neutron fluxes. Quantitative results of neutron activation are
shown in Fig. 1. The detector was exposed to 1000 rep of neu~~ons , after which it was removed
from the field to an area of r ,ormal background where successive calibration runs were made
at 8 , 36 , and 48 hr after exposure. These curves are compared to the original calibration curve
made prior to the activation.
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4.3 Off-site Results

Tables 4 to 15 list , by event and time of challenge , the radiation intensities deemed valid
and within the range of capability afforded by the detector.

Equally as important as the significant data listed In Tables 4 to 15 are the unlisted “in-
significant” data. Radiation Intensities too low to be measured by the units imply that the fall-
out , if in existence , was less than a given level , namely, 0.3 mr/hr. These negative reports
aided in describing the fallout history for a given event and served as valuable cross checks
for other data-collection units and programs.

5 SUM M ARY

1. The value of a remote radiation telemetering system was ag tin demonstrated .
2. On-site direct-coupled field-line RDS-1A units provided radi ‘logical data that aided in

the postshot recovery operations of CETG projects and helped miniu.ize radiation exposure in
contaminated areas.

3. Telephone-controlled RDS-1A units , installed off-site , provided data that can be used in
documenting the radiation intensities experienced in the surrounding communities.

4. Information obtained on the installation, maintenance , and operation of the RDS-1A units
provided guidance f o r  Improvement In design of future equipment .

5. Comparative field measurements Indicated that reliable radiation-intensity data can be
collected by telemetry techniques.

REFERENCES

1. Louis Costrell , Gamma Radiation as a Function of Time and Distance, Operation Buster-
Jangle Report , ~W’~’-329.

2. R. W. Johnston , Test of a Radiation Telemetering System , Operation Upshot-Knothole
Report , WT-796 , August 1953 .

3. R. W. Johnston , Utilization of Telemetering Techniques in Evaluating Residual Radioactive
Contamination , Operation Teapot Report , WT-1i82.
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Fig. l9 Decay pattern for Projects 39.5 and 39.6 recovery route , area T-3b, 1000 yd , shot Fizeau.
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V TABLE 1—ON-SITE REMOTE RADIOLOGICAL MONITORI NG STATION
LOCATIONS (COUNTERMEASURES STUDIES)

Shot Area Project RDS location

Diablo T-2b 32.3 3 unIts outside manned shel-
ter , 200 yd on a bearing
of 120’, 240 , 360’; shel-
ter located In a line 10’
east of north

32.4 3 wilts outside and 1 insIde
Butler building — 10 ,000
ft from T-2b on a bearing
10’ east of north; outside
units on a bearIng 120’,
240’, 360’ 200 ft away
from the structure

35.1 6 unIts inside vatilt box for
concrete attenuation study

Shasta T—Z a 32.3 Same as Diablo
32.1 Same as Diablo
35.1 Same as Dtablo

Whitney T—2 32.4 3 units outside and 1 insIde
each of 2 Butler buildings;
outside units on a beari ng
120’, 240’, 360’ 200 ft V
away from the structure

TABLE 2—ON-SITE REMOTE RADIOLOGICAL MONITORING
STATION LOCATIONS (EARLY RECOVERY STUDIES)

V Shot Area Project RDS location

Franklin T—3a 39.5 N 17’ 40’ 40’, 500 and 1000 yd
39.6 8 120~, 720 and 875 yd from GZ

Wilson 9 39.5 8 60’ K , 600 , 760, 1000, 1250 yd
from GZ

Priscilla FF 39.7 W 240’, 500. 1000, 1500 yd from
OZ

Hood 9 39.6 8 60’ K , 750, 1000, 1250, 1500 V

yd from GZ
Kepler 4 33.1 InsIde and outside Program 33

shelter
Stokes 7b 39.5 8 20’ W . 750 , 1000, 1250 , 1500

yd from GZ
Doppler 7b 39.5 S 20’ W, 750, 1000, 1250, 1500

V yd from GZ
Galileo 1 33.1 InsIde and ~.‘ztaide Program 33

shelter
Smokey T-2c 39.1 S 350 yd from GZ
Flzeau T—3b 39,5 S 20’ W , 500 , 750 , 1000 , 1260

39.6 yd from GZ
39.6a 

- 
V
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TABLE 3—OFF-SITE REMOTE RADIOLOGICAL V

MONI TORING STATION LOCATIONS

Distance from Distance from
Station location NTS, miles Station location NTS, miles

Alamo, Nev. 50 Kingman, Ariz. 160
Austin, Nev. 180 Logandale, Nev. 80
Barstow, CalIf. 156 Mentl , Utah 275
Beaver, Utah 195 Mt. Pleasant , Utah 290
Carson City, Net’. 245 Parowan , Utah 175

Cedar City, Utah 165 Pioche, Nev. 110
Lone Pine, CalIf. 115 Provo , Utah 315
Delta, Utah 240 Reno, Nev. 260
Elko, Nev. 260 RIchfield , Utah 240
Ely, Nev . 170 St. George, Utah 13~

V Eureka, Nev. 170 Salt Lake City , Utah 330
Eureka , Utah 280 Tonopah , Net’. 100
Hawthorne, Nev. 175 Wells , Nev. 280
Henderson, Nev. 80 Winneinucca , Nev . 280
Kanab, Utah 205 Needles, Calif. 150
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TABLE 4—OFF-SITE FALLOUT DATA (SHOT BOLTZMAN)

Location Time, hr Reading, mr/hr~

Alamo , Nev.
V 

Austin, Nev . H + 8 3.5
H+10 3.0

Barstow , Calif.
Beaver, Utah
Carson City, Nev.
Cedar City, Utah
Lone Pine, Calif.
Delta, Utah
Elko, Nev.
Ely, Nev.

Eureka, Nev.
Eureka, Utah
Hawthorne, Nev.
Henderson, Nev.
Kanab, Utah

Kingman, Ar lz.
Logandale, Nev. H + 2~/3 0.30
Manti, Utah
Mt. Pleasant, Utah
Parowan, Utah

Ploche, Nev .
Provo , Utah
Reno , Nev.
Richfield, Utah
St. George , Utah

V Salt Lake City , Utah
Tonopab , Nev. H + 4 1.0

fl+10 0.45
Wells, Nev.
Winnemucca, Net’.

V 
Needles, Calif.

*Where no readings are given, the Intensities were less
than 0.3 mr/hr.
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TABLE 5—OFF-SITE FALLO UT DATA (SHOT PRISCILLA) 
V

Location Time , hr Reading, mr/hr ~
V 

Alamo ,
Austin, Nev.
Barstow , Calif.
Beave r , Utah
Carson City, Nev.
Cedar City, Utah H + 1 3  1.0
Lone Pine, Calif.
Delta, Utah
Elko, Nev.
Ely, Nev.
Eureka, Nev.
Eureka , Utah
Hawthorne, Nov.
Henders on, Nov.
Kanab, Utah

Klngnian, Ariz.
Logandale, Nev. V

Manti , Utah 
VMt. Pleasant , Utah V

Parowan, Utah 1 1+ 1 3  1.0
Pioche, Nev.
Provo, Utah
Reno , Nov . V

Richfield , Utah
St. George , Utah

Salt Lake City, Utah
Tonopah, Nev.
Wells , Nov.
Winnemucca, Nev.
Needles, Calif.

*Where no readings are given, the intensities were ii. ~sthan 0.3 mr/hr.
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TABLE 6—OFF-SITE FALLOUT DATA (SHOT KEPLER)

Location Time , hr Reading , mr/hr *

Alamo, Nev .
H + 1 4  0.32

Austin , Nev. H + 41/3 0.5
11+10 0.3

Bar stow , Calif. 
V

Beaver , Utah
Carson City, Nev . H + 10 0.5

Cedar City , Utah V

Lone Pine, Calif.
Delta, Utah
Elko, Nev . V

Ely, Nov.

Eureka, Nev. H + 10 1.0 
V

H + 14  0.6
Eureka, Utah
Hawthorne , Nev.
Henderson, Nev .
Kanab, Utah

Kingman , Ariz.
Logandal e, Nev.
Manti , Utah
Mt. Pleas ant , Utah
Parowan, Utah 

V

Pioche, Nev.
Provo, Utah
Reno, Nov.
Richf ield, Utah
St. George, Utah

Salt Lake City, Utah
Tonopah , Nev. H + 10 0.30
Wells, Nev.
Winnemucca, Nev.
Needles, Calif. V

*Where no read ings are given , the intens ities were less
than 0.3 mr/hr. 

V
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TABLE 7—OFF-SITE FALLOUT DATA (SHOT SMOKEY)

Location Time , hr Reading, mr /hr ’

Alamo , Nev.
Austin , Nev.

• Barstow , Calif .
Beaver , Utah
Carson City, t’4ev. V

• Cedar City , Utah H + 8 1.0
H + 8 1/2 0.9
H + 9 %  1.1
11+ 10 1.7
H + 12  2.5
H + 15  1.5 V

H + 3 6  1.0
f f + 4 0  0.6
H + 4 6  Trace

Lone Pine , Calif.
Delta , Utah
Elko , Nev.
Ely, Nev .
Eureka , Nev . V

Eureka , Utah
Hawthorne , Nev.
Henderson , Nev .
Kanab , Utah

Iungman , Arlz .
Logandale, Hey. H + 8 1.0

0.6 —

0.4
H + 1 0  0 .3

Manti , Utah
Mt. Pleasant , Utah
Parowa n , Utah

Pioche , Nev.
Provo, Utah
Reno , Nev.
Richfield , Utah
St. George, Utah H + 8 10

H + 8 ’/2 14 V

14 V

H + 1 0  13
H+ 12  11.5
H + 1 5  9
H + 36 

V

H + 4 0
H + 4 6  2.9
H + 5 2  1 8

Salt Lake City , Utah
Tonopah , Hey.
Wells , Nev.
Winnemucca , Nev.
Needles , Calif .

*Where no readings are given, the inten sit ies were less
than 0.3 mr/hr .
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TABLE 8—OFF-SITE FALLOUT DATA (SHOT SHASTA)

Location Time , hr Reading, mr/hr *

Alamo , Nev.
Austin, Nev.
Barstow , Calif.
Beaver, Utah
Carson City, Nev.

Cedar City , Utah
Lone Pine , Calif.
Delta , Utah
Elko , Nev. H + 10 0.85

11+12 0.60
11+16  0.12

Ely, Nev. H + 12 0.4
H + 1 6  0.60
1 1+ 2 3  1.1
H + 2 7  1.1

Eureka , Nov. H + 7 2.0
H + 1 O  4.9
11 + 11 11.5
H + 12  9.2
11+16 6.5
H + 2 3  4.9
H + 2 7 4.2

Eureka, Utah
Hawthorne, Nov.
Henderson , Nev.
Kanab, Utah

Kingman, Ariz.
Logandale, Nev .
Manti , Utah
Mt. Pleasant, Utah
Parowan, Utah 

V

Ploche, Nev.
Provo , Utah
Reno , Nev .
Richfield, Utah
St. George, Utah

Salt Lake City, Utah
Tonopah , Nev .
Well s, Nev. V

Winnemucca , Nev. H + 10 0.3
Needles, Calif.

*Where no readIngs are given , the intensities were less
than 0.3 mr/hr.
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TABLE 9—OFF-SITE FALLO UT DATA (SHOT FIZEAU)

Location TIme , hr Read ing, mr/hr*

Alamo, Nev. —

Austin , Nev.
Barstow , Calif.
Beaver , Utah
Carson City, Nev. H + 8 0 .7

H+15 0.7
1 1+ 2 0  0.7
H+25 0.7

Cedar City , Utah
Lone Pine , Calif.
Delta , Utah
Elko, Nev.
Ely, Nev. V

Eureka, Nev.
Eureka, Utah
Hawthorne, Nev. Inoperative after second call
Henderson , Nev.
Kanab , Utah

Ktngman , Ar iz.
Logandale , Nev.
Mantl , Utah
Mt. Pleasant , Utah
Parowan, Utah

Pioche, Nev.
Provo , Utah
Reno, Nov. Inoperat ive
Richfield , L tab
St. George , Utah

dalt Lake City , Utah
Tonopah, Nev. H + 6 10 V

10
H+8 8
H+15 3.8
H+20 2.5
H+25 2.2

Wells , Nev .
Winnemucca, Nev.

V Needles , Calif.

tWhere no readings are given , the intensities were less
than 0.3 mr/hr.
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TABLE 10—OFF-SITE FALLOUT DATA (SHOT NEW TON )

Location Reading , mr /hr

All off—site All intensities V

stations chal l enged were less than
0.3 mr /hr

TABLE 11—OFF-SITE FALLOUT DATA (SHOT WHITNEY)

Location TIm e, hr Reading, mr/br’

Alam o , Nov .
Austin , Nov. H + 21 0.5
Barstow , Calif.
Beaver , Utah
Carson City, Nov.

Cedar C ity, Utah
Lone Pine , Cali f.
Delta , Utah
Elko , Hey .
El y, Hey.

Eureka , Hey.
Eureka , Utah
Hawthorne , Hey.
Henderson , Nev.

V Kanab , Utah
Kingman , Artz.
Loganda le , Hey .
M ant i , Utah
Mt . Pleasant , Utah
Parowan , Utah

Pioche , Nev .
Provo , Utah
Reno , Ney .
Richfield , Utah 

V
St . George, Uta h

• Salt Lake City, Utah
Tonopah , Hey . B + 8 5.4

13
H + 1 & /2 13
1 1+ 1 31/2 10
H + 1 6  8.2
11+ 18 7
1 1 +2 1  6 . 2

1 1 + 2 5  5
11+27 4.2

Wells , Ney.
Winne mucca , Ney.
Needles , Calif.  V

*Whe re no readings are given , the intensities were less
than 0 .3 mr/hr.
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TABLE 12—OFF-SITE FALLOUT DATA (SHOT CHARLESTON)

V Location ReadIng, mr/hr

All off—site All Intensities
stations challenged were less than

0.3 mr/hr

TABLE 13—ON-SITE MONITORING (SHOT WHITNEY )

Location Time, mm Reading, mr/hr

New Butler Building
V 

Right forward (200 ft) H + 9 17
1 1 + 3 0  17
H + 6 5  16
11+110 15
11+148 15
11+222 14
H+304 14

V Center aft (200 ft) H + 11 12.5
H + 3 2  12.5

V 1 1 + 6 8  12
H+112 12
H + 1 5 0  12
1 1+ 2 2 4  12
11+306 12

Inside building H + 13 4.6
H + 3 4  4,4
H+70 4.4
H+114 4.6
H+152 4.6
H+226 4.5
H+308 4.5

Left forward (200 ft) H + 16 15
H+36 15
1 1+ 7 2  17
11+115 17
11+153 16
11+228  16
H + 310 15

_ _ _ _ _ _ _  V
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TABLE 13—ON-SITE MONITORING (SHOT WHITNEY) (Continued)

Location Time, mm Reading, mr/hr

Old Butler Building

Right aft (200 ft) H + 20 10
11+50  10
11+135 10
11+210 10
1 1+ 2 9 5  11

V Left aft (200 ft) H + 22 10
1 1+ 5 2  10
H + - 138 12
11+214 10
H + 2 9 6  10

Center forward (200 ft) H + 24 10.5

11+55  10.5
H + 145 10.5
H + 2 15  10.5
1 1+ 2 9 8  10.5

Inside building H + 26 0.4 
V

1 1+ 5 7  0 .4 V

H + 12 5  0.4
11+150 0.4
11+217 0.4
11+300 0.4

Left pad 1 1+ 5  24
1 1+ 2 6  24
H + 4 2  24
H + 7 5  24
11+105 24
H + 142 22
H + 2 19  22
11+301 22

Right pad 11 + 7 11
H+29 11
H + 4 6  11
H + 8 0  11
11+108 13
H + 15 5  12
1 1+ 2 2 0  12
H + 3 0 2  12
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TABLE 14—COMPARATIVE RADIATION INTENSITY READINGS (SHOT DIABLO)

Time, hr RDS, mr/hr Juno, mr/hr T-lb , mr/hr

1 1+ 2 9  9.4 6 8
81 77 80
96 115 110

H + 5 4  4.2 5.5 5
44 40 33
44 45 40

11+100 19 17 18
21.5 22.5 22
11 20.5 20

11+128 18 17 17
V 16 11.5 15

1.0 0.8 1.2

TABLE 15—COMPARATIVE RADIATION INTENSITY READINGS (SHOT SHASTA)

Time, hr RDS, mr/hr ,Juno, mr/hr T-lb , mr/hr

H + 1 2  480 540
250 275
535 580

H + 2 7  140 150
230 280
1400 1800

11+32  80 68 90
65 50 70
40 45 57

45
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Appen dix A

REMOTE RADIATION-MONITORING SYSTEM

NATIONAL BUREAU OF STANDARDS REPORT
I

By

L. CostreU 
V

Radiation Physics Laboratory

To
Radiation Instruments Branch
Division of Biology and Medicine
U. S. Atomic Energy Commission
Washington, D. C.

The material presented in this appendix has been
taken directly from Report NBS-5471. The format
has been changed slightly for its pre sentation as an
appendix to this report . V



FOREWORD

This report describes a radiation-monitoring system designed for the
monitoring of radioactive fallout . The system was developed for the Radiation
Instruments Branch of the Division of Biology and Medicine of the Atomic En-
ergy Commission and has been used for the remote monitoring of gamma ra-
diation during atomic bomb tests in Nevada.

LOUIS COSTRELL, Chief H. 0. WYCKOFF, Chief
Nucleonic Instrumentation Section Radiation Physics Laboratory
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PREFACE

Report NBS-4148 described a remote radiation-monitoring system devel-
oped for the Atomic Energy Commission and placed in operation at the Nevada
Test Site In 1955. Since that time the equipment has been modified , and the
modified equipment has been used in the 1957 test series at the Nevada Test
Site. Report NBS-5124 describes these modifications and is therefore supple-
mental to NBS-4148. Since the demand for NBS-4148 has exhausted the supply,
the question of reprinting it has arisen. However , It is considered preferable to
incorporate In the reprint the modifications described in NBS-5 124 and to delete
or properly modify superseded parts. This has been done in this report. This
report is therefore seLf—sufficient and will in general supersede reports NBS-
4148 and NBS—5124.

The basic system was designed by the author and E. R. Saunders (now with
the Federal Civil Defense Administration). Contributions were also made by
11. 0. Cline and W. Peariman of the National Bureau of Standards and by R. W. V

Johnston of the Atomic Energy Commission. 
V
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REMOTE RADIATION-MONITORIN G SYSTEM

INT RODUCT ION —

At the request of the Divis ion of Biology and Medicine , of the U. S. Atomic 
V

Energy Commission , a system has been developed by the National Bureau of
Standards for the remote monitoring of gamma radiation. The equipment was
first placed in operation to moni tor fallout radiation during the Nevada bomb
tests in the early part of 1955 , and the latest equipment has been used in the
1957 tests. The system involves transmission of the radiation data by means of
long—distance telephone lines for detector sites accessible by phone line and by
means of direct field Wire for stations within approximately 15 miles of the con-
trol stations and not accessible by commercial phone lines.

The equipment permits a single operator to obtain radiation data from sta-
tions located anywhere in the United States without leaving his desk. To chal—
lenge a station connected to a commercial telephone line , the operator simply
phones the station in the usual manner for placing a long-distance call. The
station automatically answers , sends In its data , and then hangs up. Field-line
stations are similarly challenged by the operator from the control console.

GENE RAL DESCRIPTION

The remote radiation-monitoring system is comprised of several radiation-
monitoring stations (Figs. 1 and 2) and one or more control stations (Fig. 3).

The radiation-Intensity data from the detectors (Fig. 12) Is in the form of a
d-c voltage that is a function of the radiation intensity. This d—c voltage controls V

the frequency of an oscillator at the radiation-monitoring station. The oscil-
lator frequency is thus a function of the radiation Intensity and varies between
about 800 and 1400 cps. The oscillator output is transmitted by means of long-
distance telephone lines or direct field lines to the control station where the
output frequency is read by means of a frequency counter and is printed on paper
tape . A typical “read-out” tape is shown in Fig. 4. Zero calibrations (Cal 0),
other calibrations (Cal 1, Cal 2, Cal 3), and a station identifi cation signal (SI)
are shown as well as readings from two detectors (Det 1 and Det 2) that cover
different ranges. [Usually only one detector is used , the low-range detector be-
ing used for monitoring stations located outside the test area and the high-
range detector (or both detectors) being used close in. I The radiation—intensity
data are determined from the tape by comparing the readings with a calibration
curve for the station. V
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The radiation—monitoring stations are completely under the control of the
control station and consume no power except when challenged by the control sta-
tion. Powet Is applied to the station for about two minutes for each challenge.
Battery drain is therefore quite low , enabling the stations to remain unattended
for long periods of time. With rare exception , the stations used over long- V

distance telephone lines In the 1955 and 1957 Nevada tests required no battery
changes for the duration of the test series. (Of course , this was not the case for -

stations connected by direct field lines that were challenged at very frequent 
-

intervals.)

RADIATION-MONITORING STATIONS V

General -

The radiation-monitoring station shown in Figs. 1 and 2 is remotely chal-
lenged and “read out” by the control-station operator over long-distance tele-
phone lines or over direct field lines. Figure 5 is a view with the lid of the
battery box open. The battery box contains all the batteries required for opera-
tion of the equipment and also houses the remote data station unit (RDS-IA) , the
high-voltage supply for the detectors , and a ring box for use with telephone lines.
Detectors and integrators , shown In Fig. 12, are also included with each
radiation-monitoring station.

Remote Data Station RDS-1A V

(a) General. The remote data station includes the oscillator and relay
circuitry and is shown in Figs. 6, 7 , 8, and 18. Though it is a compact unit , it
has been so designed that it is readily disassembled for maintenance. As will V

be noted in Fig. 8, the shelf that includes the electronic circuitry slides out
once the back of the unit is removed.

(bi Oscillator. The oscillator (Fig. 18) converts the d—c signal from the
detector—integrator circuit into a frequency shift . It consists of an input cath-
ode follower and a d-c controlled multivibrator followed by a filter network and 

V

an output amplifier. For a d— c voltage change from 0 to 50 volts , the oscillator
frequency shifts from about 800 to about 1400 cps. The frequency increases
linearly with input voltage at the rate of approximately 12 cps per volt. Curves V

of the frequency stability of the oscillator are given in FIg. 21. V

(c) Control—relay Circuitry. The control-relay circuitry has been designed 
V

to provide high reliability with minimum power consumption. A d-c signal of at
least 22 volts is required across the “field—li ne” terminals (Fig. 18) to turn on V

the station. This direct current is fed down the line from the control station V

and must be of the proper polarity to actuate the particular station since a rec— V

t ifier Is included in the circuit to make the stations polarity sensitive. The
polarity-sensitive circuit makes possible the use of two stations on the same
line. The operator selects the station to be challenged by use of the proper p0— 

-

larity . A typical instance in which this feature results in line economy is one -
where It Is desired to locate a station 10 miles from the control station and a
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second one at half this distance. In this case a single 10—mile line can be run V 
-

to the far station, and the close-in station can be tapped into the line.
Since the same field lines are used for both the challenging signal and the

returning audio-information signal , RY1 is inserted between the two halves of
the split balanced winding of the output transformer and Is by-passed by a large V

capacitor. When RY1 is energized , its contacts close and apply 71/2 volts to the
thermal time relay RY2 through a pair of normally closed contacts of RY4. RY2
provides a 2—sec time delay and therefore serves to prevent line transients from
energizing the stations: - - V

Relays RY3 and RY4 serve to prevent multiple challenging if the d-c chal-
lenging signal is left on the line after the data transmission has been completed.

After voltage has been applied for 2 sec to the coil of RY2 through the COfl— V 
V

tacts of RY1, the contacts of RY2 close and apply voltage to the coil of RY3. One V~ 
-

set of RY3 contacts then applies voltage to the latch coil of RY5 and another set
of RY3 contacts applies voltage to the coil of RY4 through the contacts of RY1. 4
The normally closed contacts of RY4 then open and break the circuit of RY2 , al-
lowing the contacts of RY2 to open and drop out RY3. The thermal lag, or drop-
out , of RY2 is sufficient to permit RY4 to operate despite the interruption of its
coil circuit due to the opening of its normally closed contacts in series with the
RY2 coil. 

V

As long as the challenging signal is applied to the coil of RY1, RY4 is locked V

on through Its own normally open contacts , and the normally closed contacts of V

RY4 remain open preventing operation of RY2. Under such circumstances , RY3
cannot be operated nor can the latch coil of RY5 be relatched. Therefore , even
though the challenging voltage may remain on the line for a period longer than
it takes for the station to complete Its program and deenergize itself , the station
will not become reenergizeci. When the contacts of RY1 open , RY4 drops out ,
and the station is then receptive to another challenge.

When the station has been successfully challenged, relay RY5 is latched on
to completely energize the station. The timer motor , which is energized through
contact RY5D , applies voltage every 10 sec to the stepper coil (RY6), causing
the stepper to advance one position every 10 sec. As the rotor of RY6 is stepped
around , the wiper on deck A applies d—c voltages to the oscillator input corre-
sponding to station identification and calibrations . On steps 8 and 9 the deck A
wiper is connected to the detector—integrator circuits of detectors 1. and 2, re-
spectively, to obtain voltages corresponding to the radiation intensities. - 

-

The wiper of deck A is connected to the Input of the oscillator; thus the os-
cillator frequency is dependent upon the values of the station identification, call—
bration , and detector output voltages that are applied to the various steps. When
the steppe r is in the “home” position the oscillator input floats. Step 1 provides
a zero calibration (Cal 0), causing the oscillator to generate the base frequency
of about 800 cps. Station-identification voltage (SI) is applied on step 2, followed
by Cal 0 on step 3, Cal 1 on step 4, Cal 2 on step 5, Cal 3 on step 6, Cal 0 on
step 7 , Det 1 output on step 8, and Det 2 output on step 9. The SI and calibration

V voltages are obtained from the precision resistive divider network shown In
Fig. 9 which is across a voltage regulator tube.
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When the stepper leaves step 9, all the data have been received , and the unit
Is ready to be deenergized. On step 10 the D-deck wiper applies 71

/2 volts to the
reset coil of RY5, which releases the mechanical latch and allows the contacts
to return to normal . This removes power from the oscillator and high-voltage
supply. The armature of RY5D then makes contact with its back contact and
picks up 71

/2 volts to run the timer. The timer therefore continues to run until
it has advanced the stepper one more step to th ~ home position. The entire sta-
tion is then completely reset and is in stand-by condition ready for another chal-
lenge.

(d) Panel Controls. The several front panel controls have been included to
facilitate station installation, calibration , and test. The start push button (PB1 ,
Figs. 6 and 18) is paralleled across the contacts of RY1 for energizing the sta—
tion manually. The step push button (PB2) enables manual stepping of the pro- V

gram stepper to any desired step. The motor switch (TG1) enables removal of
power from the timing motor so that the stepper can remain on any desired po-
sition during calibration or test. The detector ground switch is used to ground
momentarily the oscillator input during ~a.1ibration and test. The home indica-
tor light and push button are used to indicate when the stepper is on the home
position. The output-amplitude adjustment (AMPL) is also mounted on the front
panel.

High-voltage Supply

The high—voltage supply for the detectors is shown mounted on the battery V 
V

box partition in Fig. 10, and the circuit diagram is shown at the right in Fig. 18.
A regulated relaxation oscillator type high-voltage supply (Nucleonics Company
of America, type IIV1) with a positive 900-volt output is followed by two separate
regulating networks to provide doubly regulated and adjustable high voltage for - 

V

the two detectors that can be operated at each station. The lu/2_ and 180-volt V

supplies provide power for the 900-volt supply.
Each of the high-voltage regulator networks consists of a dropping resistor ,

a temperature-compensating thermistor , a condenser , and an adjustable voltage-
regulator tube (Anton BS404) that permits adjustment of the voltage between the
limits of 620 and 720 volts. With the arra.ngement used , an output of 50 .iamp is
obtainable from the 900—volt supply, V

Battery Requirements

Twelve 11/2—volt dry batteries (General Dry Battery 4LIS or equivalent) and
four 45—volt dry batteries (Burgess 5308 or equivalent) are required for each
radiation—monitoring station. They are used as follows: ten 11/2-volt batteries
(two series strings of five each paralleled) for the 71/2-volt supply; one 11/2-volt
battery for filaments (negative grounded) ; one 11/2—volt battery for cathode fol-
lower filament (V2 of Fig. 18); and four 45—volt batteries connected in series for
180-volt supply.
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Ring Box

The ring box RB 1 (Fig. 11) is a self-answering plug-in device used when
operating radiation-monitoring stations over telephone lines. When a normal
telephone call is placed , the operator (or automatic dial board) places a 20-cps

• ring signal on the line . The ring box essentially answers the phone by respond- V

ing to this 20—cps signal. in response to the ring signal , the ring box connects V

a low resistance across the line , thereby extinguishing the operator’s supervi —
• sory light as would occu r when a normal telephone is answered. The ring-box

ci rcuit also energizes the radiation—monitoring station and connects the station
output to the telephone line for transmission of its program. When the program
is completed , the station is automatically deenergized and the ring box “hangs
up. ,,

The detailed operation of the ring box is as follows: The 20~cps ring signal
is applied to the “Tel Line” terminals of Fig. 18. This signal Is fed to the ring
box through pins 8 and 9 of the Jones plug connector and is applied across the
coil of relay RY12 through a 2—Mf condenser. This closes the contacts of RY12
and applies 7’/I volts from pin 3 of the connector to the coil of RY11 through the
normally closed contacts of RY13. RY11 then pulls in and locks its coil across
the 71/2—vo lt circuit through one of its own normally open contacts , RY11C.
RY11B connects a 50—ohm 1—henry retardation coil directly across the line. The V

low resistance of the reta rdation coil serves to supply the answering signal as
mentioned above. The coil inductance Is sufficient to prevent loading of the a-c
circui t. The closing of contacts RY11A shunts the contacts of RY 1 in the remote
data station (through pin 4) and thus turns on the station. The station then pro-
ceeds through its program as described , transmitting its signals down the tele.

• phone line through pins 6 and 10 and the d-c blocking condensers.
When the program stepper reaches step 10, 7 1

/2 volts is applied to the reset
coil of RY5 and through pin 2 to the coil of RY13. Thl~ turns off the station and V

opens the RY13 contacts. The opening of the RY13 contacts allows RY11 to drop
out , disconnecting the retardation coil from the line , thus simulating the hanging —
up of a telephone. This indicates a completed call to the telephone operator (or
automatic dial board) , and the proper steps are taken at the telephone switch- 

V

board to restore the line. lelay RY13 is deenergized when the program stepper
advances to the home position. Upon the completion of this sequence of opera- 

V

tions the station is completely reset. V

Detectors

The detectors used are shown in Fig. 12, and the detector circuits are
shown in Fig. 13. The rectangular detector (type LR) at the top covers the V

range from 10 to 30,000 mr/h r and the cylindrical detector (type VLB~ in the
• center covers the range from 0.3 to 100 mr/hr. These figures , of course , are

quite arbitrary since both types of detectors are capable of detecting, with re-
duced accuracy, radiation levels below and above these limits. The detectors
are halogen-filled Geiger counters, Anton type BS-212 for the LR detector and
Anton type BS—1 for the VLR detector. Both are used as current integrators
wi th integrating networks of roughly 5-sec time constant. The LR detector used
an external integrator (small cylinder at bottom of Fig. 12) ; whereas the inte-
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grator for the VLR is contained In the detector housing. The detectors are sup—
V plied with regulated high voltage fro m the high-voltage assembly in the battery

box as shown in Fig. 18.
The detectors are operated to give a maximum d— e output voltage of about

50 volts, which corresponds to a maximum current of about 7 vamp for the LR
detecto r and 5 pamp for the VLR detector. The halagon counters are wrapped in
approximately 0.012 in. of lead before being inserted in the lucite housings to
reduce the energy dependence. The over—all accuracy of the detectors , as op-

erated , is estimated to be approximately 20 per cent.

Calibration

The pri mary calibration consisted of calibrating the detectors on the stand-
ard Co60 calibrating range at the NBS. For radiation levels below the lower limit
of the range , Co60 sources were used together with thimble—chamber type ioni-
zation chambers.

As discussed earlier , the output frequency of the remote data stations is a
function of the radiation intensity. Therefore the frequency output was plotted
as a func tion of the known radiation intensity at the detector. Then the field
calib ration sources SR and MR were inserted in the holes in the LR detector ,
and the output frequencies were noted and located on the primary calibration
curve to give the radiation intensities corresponding to the different calibrating
holes. This was done for a number of detectors to determine that the LR detec-
tors were reasonably similar. Table 1 was then prepared. The column of mr /hr

for the SR source gives the radiation intensity that exists at the detector with
the SR souL ~e in the various calibrating holes 1 through 5* (source position 1 is
the hole closest to the detector) . For low radiation levels the sources were lo-
cated at distances of 1, 2 , and 4 meters from the detectors; the corresponding

radiation levels are recorded in Table 1.

The radiation Intensities for the SR and MR sources were obtained in the -j
manner described above. The intensities for the SB and MB sources were cal - 

V

culated from the SR and MR source data by multiplying by the ratios of the
source strengths. Since the SB ,MB source set and the SR ,MR source set are

of approximately equal intensities , two similar sets of sources were available
for field use.

The primary calibration procedure for the VLR detectors was similar to
that fo r the LR detectors except that a calibrating jig was slipped over the detec—

*This statement is not strictly accurate since the radiation levels indicated 
V

in Table 1 are the intensities of isotropic radiation from a uniforml y distributed

field that would give the same detector output as the calibrating source. This

differs from the intensity at the detector resulting f rom the calibrating source
since the detectors are most sensitive to radiation for a source normal to the
detecto r and least sensitive to radiation from a source along the axis of the de- •

tector. The Intensities given In Table 1 are, therefore , corrected values using
a weighted Integration of the detector response (Figs . 26 and 27), based on a

plane isotropic source.

56



-V V - -V_-~ V~~-V -- — VV ~~~~~~~~ — V V- - V ~~~~~~ V V f l~V ~~ WV - V - - V ~~~ ~~
VV

tor as shown in Fig. 14 because it was not practical to mak e the j ig a part of
each VLR detector. The V LR-detector calibration data are also given in Table 1.

The energy and directional dependence of the detectors are shown in Figs. 26
and 27. The data were obtained using heavily filtered X radiation.

In field opera tions the field calibration sources were used tc obtain curves
of output frequency vs. radiation intensity as shown in Fig. 15. The calibrating
holes in the LR detectors and two jigs identical to that shown in Fig. 14 for the

V VLR detectors were used for thi s purpose. In addition , the various voltage cali-
bra tion points , Cal 0, Cal 1, Cal 2 , Cal 3, and SI , were located on the curves.
Subsequently, shift s in the calibration were indicated by shifts in the calibration
poin ts. Since the calibration data are automat ica ’ly received at the control sta-
tion together with the radiation-intensity data , the corrections for calibration
shift s can be made without revisi ting the detectors. This calibration does not
compensate for shift s in the detector sensitivity, but this has been found to be
quite stable.

CON TROL STATIO N

The contro l station (Fig. 3) serves to control all stations in the radi~ tion-
monitoring system. It consists of the radiation—monitoring switchboard (Figs.
3 1 ~ V and 19) , read-out equipment , and a standard commercial telephone .

Stations to be challenged are selected by the control-station operator , and
au t~tta are routed through the control statior. . The route—selector switch on the
radiation-monitoring switchboard is switched to the proper position to select
cIt ! - r tations on commercial telephone lines (Tel Line) or stations connected
by f ield lines (Field Line) .

In order to challenge a station on a long-distance telephone ci rcuit , the
ccntrol-station operator switches the route selector to Tel Line and then places
a regular station—to-station long-dis tance telephone call to the station to be
challenged. The station automatically answers and sends in its data. The in-
com ing data are fed through a band—pass filter and amplifier on the switchboard
and then to the read-out equipment. In order to avoid noise from the telephone
transmitter while data is being received , the control—s tation operator switches
the hold—release switch to hold and then hangs up the telephone receiver. The
hold-release switch places a low resistance across the telephone line simulating
the off the hook position of the telephone so that the telephone op~ rato r (or auto-
matic telephone switchboard equipment) does not disconnect the line. After the 

V

remote-station data have been received , the control-station operator switches
the hold—r elease switch to “ release” to release the telephone line.

To challenge a field line station , the operator sets the route—selecto r switch
on Field Line , depresses the field-station selector corresponding to the desired
station (A , B , C , etc.) and then presses the “field call” key . The field call key
connects 45 volts direct current to the selected field line to challenge the sta-
tion. The incoming data are routed through the band-pass filte r (the 400—2000
cps band pass of the filte r is a result of past history; 700—1500 cps is now more
appropr i ate) and amplif ier to the read—out equipment. V
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Two identical and independent filter—amplifier combinations are included on
the switchboard so that one can serve as a stand-by. The output level can be set
by means of a front panel contro l and monitored visually on the output-level
meter and audibly by means of the speaker. The information transmitted from
the radiation—monitoring stations to the control station is decoded by determin-
ing the frequency of the transmitted signal by means of a time-gated frequency
counter [such as tne EPUT Meter manufactured by the Berkeley Scientific Com-
pany , Richmond , Calif . (cente r bottom , Fig. 3)] . The frequency counte r counts
the incoming cycles for a 1—sec interval , then displays the count in digital form ,
and repeats this mode of operation continuously. In addition , the outpu t of the
frequency counter is applied to a digital scanner (center top, Fig . 3) and then to
a printer (at right , Fig. 3) to provide a printed record of the frequency data as
shown in Fig. 4. The radiation intensity is determined by comparing these data
with the calibration curve for the station as shown in Fig. 15.

V It Is sometimes desired , in the interest of economy, to operate several
radiation-monitoring stations over a single field-line pair. Such an occasion 

V

would arise where several stations are relatively close together but are located
an appreciable distance from the control station. In such a situation a single
field—li ne pair can be run to a multiple-station selector (Fig. 17) , in the vicini ty
of the stations , and radial lines can be run fro m the multiple-station selector to
the data stations. V

When the common field line is selected at the control station and the call
key is depressed , relay RY2O pulls In , pulling in RY2 1 and advancing the stepper
RY22 one position. This places 45 volts across the field—line pair that connects
step 1 to a remote data section. If the stepper remains on this step for at least
2 see , permitting the time delay re lay ( RY2 of Fig. 18) to operate , the data sta-
tion is energized and transmits its program to the control station. After the
program is completed , the station turns itself off in the usual manner except
that the 45—volt batte ry remains connected across the line so that the relays
RY1 and RY4 of Fig. 18 remain energized. However , by momentarily depress-
ing the call key 10 more times , the operator advances the steppe r In the
multiple—station selector to Its home position. This removes the 45 volts from
the line , completely deenergizing the data station so that it is prepared to accept
additional challenges. V

To select a station that is connected to some other step position , the op-
erator momentaril’ depresses the control—station call key a number of times
corresponding to t lVe desired step. Though the 45-volt energizing signal is then
applied to each of the steps as it passes through them , the stations will not be
energized unless the stepper is permitted to rest on the step for at least 2 sec. 

V

Thus the operator Is able to select any station that is routed through the
multiple—station selector without energizing any other stations. The polarized
relay feature can be used with the multiple—stat ion selector , just as it can for
direct field—line connection , to operate two stations over a single fi eld-wire
pair. The 7%-volt battery is connected across the line through the stepper off-
normal contacts so that this voltage appears at the control station whenever the
stepper is on the home position. This enables the operator to properly reset the
multiple—station selector.

58

~ 

V



F ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~

COMMENTS

The 1400-cps upper frequency limit was selected because of the increasing
use of a 1600—cpa disconnect signal on telephone lines. The lower limit of 800
cpa was chosen because of unexplained difficulties encountered on some tele—
phone lines below 700 cps.

Carrier shifts as high as 40 cps have been experienced on suppressed car-
rier lines , but they vary slowly and are therefore essentially constant during
the challenge of a monitoring station. The shift is therefore corrected for by the V

calibration readings (see Fig. 15) .
Because of company policy, the American Telephone and Telegraph Corn-

pany has proposed that the Bell System telephone companies supply ring boxes
(Fig. 22) similar to those of Figs. 11 and 18 rather than have the ring boxes
supplied by the Government. In addition , they propose that the telephone hold
switch be supplied by the telephone company (FIg. 23). The American Telephone
and Telegraph Company has issued Instructions to its personnel in this matter
in their letter dated June 7, 1955 (Appendix I to this appendix) . This is a policy
matter to which there are no technical objections.
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TABLE 1—DETECTOR CALIBRATIONS FOR
SR. ME, SB, AND MB SOURCES~

Source SR source , MR source , SR source , MR source ,
positiont mr/hr mr/hr mr/hr mr/h r

V VLR Detector Calibrat iont

4 meters 0.02 0.27 0.02 0.30
2 meters 0.08 1.1 0.07 1.2
1 meter 0.31 4.2 0. 29 4.8
5 2.5 28 2.4 32
4 6.8 79 6.4 90
3 18 17
2 52 49
1 170 160

Lit Detector Calibrations*

4 meters 0.02 0,25 0.02 0.29
2 meters 0.09 1.0 0.08 1,2
1 meter 0. 35 4.8 0.33 5.4
5 16 180 15 200

V 4 50 600 47 690
3 120 1,700 120 1,900
2 380 4,800 360 5, 500
1 1,400 19,000 1,300 22 ,000

•Relative source strengths: SR= 1.00 (approx. 0.2 mc); MR = 13.6; SB =

0.94; MB = 15.5; 50 = 0.96; B 141.
tsource position 1 is calibration hole closest to detector.
tAg of May 15, 1957; at later dates , correction should be made for decay

of the Co’° sources.

TABLE 2—ADJUSTM ENT PROCEDURE FOR
REMOTE DATA STATION RDS-1A

1 Install ring box
2 Install 820—ohm resistor across field—line terminals
3 Connect: (a) Field-line terminals to radiation-monitoring switchboard

(b) Telephone line terminals to scope
(c) Telephone line terminals to voltmeter (2.5-volt a-c scale)

4 Test remote start
5 Set on Cal 3; adjust Ri for 1400 cpa; press Det ground and adjust R2 for

800 cpa
Readjust Cal 3 to 1400; press Det ground and readjust to 800 cps
Repeat until 1400 cpa and 800 cpa are both obtained

6 Tighte n lock pots
7 Recheck Cal 3 = 1400 cpa , Cal 0 = 800 cpa (Cal 0 obtained by depressing

Det ground)
8 Remove field—line connection
9 AdJust choke (VIC-12) for Cal 0 amplitude = Cal 3 amplitude

10 Set amplitude potential for Cal 0 = 1.2 volts RMS as read on voltmeter (see
3c)

11 Observe Cal 0 and Cal 3 wave form and peak-to-peak voltage ( 3 volts) on
V scope

12 Tighten amplitude lock potential
13 Check Cal 2 wave form and peak—to -peak voltage ( 5 ~/2—6 volts) on scope
14 Check timer motor
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Fig. 1 —Typical radiation -monitoring station installation .
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Fig. 6—Remote data station, fron t view.

Fig. 7 —~Remote data station, rear view.
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Fig. 8—Remote data station showing how unit is disassembled by removing front panel
and rear cover.
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NOTES:
Designation Part

A 441A Condenser- lMfd.
B 8A Thermistor
C J7 Relay
D U 1350 Relay
E U 1230 Relay.
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G 473E Conder,ser-2MFd.
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Fig. 22 Une terminating equipment, remote station (American Telephone & Tele-
graph Co.).
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Fig. 23 —Une terminating equipment , control station (American Telephone & Tele-
graph Co.).

78 

~
—1 

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~



- -V —
_~~~~~~~~~~

V
~~~~~~~~~~~~~ V V~ . V ~~ ~~~~~V 

—

I2 EAC H Ii4L1S

_ _ _ _ _ _  _ _ _ _ _ _ _  _ _ _ _ _ _  

4 EACH 5308
- 

~~~~~ _...-O---. ..._ -O~~ _ _ _ _ _ _ _ _ _ _ _  
BLAC K

+ _ _  _ _ _ _ _ _  
BLUE

+ 
GRAY

_ _ _  
GREEN

_ _ _  
YELLOW

Fig. 24— Battery wiring for remote data station RDS-IA.

A

LV_~~~ V V V V V V _ _ _  _ _



- 
~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ - ~~~ V V V ~~~~ V_ V V ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ VV ~~ ~~~~~~ ~~~~~~ *V V ~~~~~~

I

14 
r -

.

I2

___
_ _ _  

H

_ _ _ _/  /1 - -
IO MEA~~~~~~~~~

’ 

_ 
/ 

V

2 
657 V -1 

_______  _______  _______

___

0 _ _ _ _ _  _ _ _ _ _  _ _ _ _ _  _ _ _ _ _  _ _ _ _ _

600 625 650 675 700 725 750 V

VOLT S

Fig. 25—Voltage—current characteristic of BS-1 counter tube (Anton).

V V

80



- - V~_V ~V~VV 
~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~ V~V_ ~~ V~ 

~~~~~~~~~~~~~ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ VVV_V_VV ~V_ ~_ 
~~ ~V ~~~ - ~~~~~~~~~~~~~~~ ~~~~~~~~~~ - _~VV •V V V VV

9:0
TO SOURC E

8

I I

- TO SOURC E

~~ 

~ 
~ cV

~

EJ:::::1c

~

I

~

•::?:!:

’

~

’

~

L 
_ _ _ _ _ _ _  

_ _ _ _ _ _ _ _ _

• 

0 _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

40 80 120 160 200
ENERGY . Key

V 

4!O
O
~~~~~~ 

:::6~~ 

I I I
40. 80 120 60 200

E N E R GY , Key

• Fig. 26 —Energy and directional response of LR detectors to gamma radiation .

V

81 - - 

V V V V V ~~~~~~~~~~~~~~~~~~~~~~~~~ ~~~~~~~~~~~~~ 
A4



V~~~VV_ r __ V V V V V V V V V V~~~~_~~~_  V V V  V V V V V V VV_ ~~ V 
—- -

_ _ _ _ _  _ _  

0
o~

-
n

I

(
~

0• —o O,~~ 0 w .9
V Id’s 0 —

W
O +I  II

I i i  
i +1

w II $1 ‘C
ii ii

444 (
~~~~~ 

~0
V 

> 2 V

1 0 w V

V C/) C)

F’— — I— —

lv __ (
~~~~~~~~~

I

Q
~ \ 

0 I I

V ( 
_ _ _ _  

Z .~
Lii ~

3SNOdS3~

82

L -

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~



~ V~ V V V ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~~~~~~~~V_ V
~~~_  

Appendix I

STATION EQUIPMENT— LINE TERMiNATING
FOR REMOTE RADIATION MEASUREMENTS

A M E R I C A N  TELEPHONE AND TELEGRAPH COMPANY

95 B P0 A D W A~~ V N~~w Y 0 e i  7. N. Y.

~ X C .~*~.n i  3 -9 00 0

C- k4 .

June 7, 1955

The Atomic Energy Commission has tested, during the recent atomic
test series in Nevada , telemetering equipment developed for them by the
National Bureau of Standards which permits the measurement of radiation
levels remotely. The A.E.C. may be asking the Telephone Companies to fur-
nish non-published individual business or P.B.X. station limes equipped
with line terminating (unattended station) equipment for use with the
apparatus developed by the Bureau of Standards.

We understand that the Federal Civil Defense Administration has
expressed an active interest in this arrangement and has discussed with the
National Bureau of Standards the possibility of developing similar arrange-
ments for Civil Defense use. We have been assured that any equipment
developed for Civil Defense use will also be arranged to use Telephone
Company unattende d station equi pment.

Basically, the A.E.C. remote data station now in use is a tale-
metering transmitter which is connected through the line terminating
equipment (remote station) to the telephone line . The line terminating
equ ipment which is shown on the attached drawing is assembled and wired
locally . In operation, an attendant at a control point places a telephone
call to the remote unattended øtation. The remote equipment trips the ring V

and begips transmitting a series of 10-second bursts of tone. Some of these
tones are for calibration purposes and the remainder indicate, by variations
of their pitch, thi: reading of an associated radiation intensity meter.
Frequency measurements made at the calling point determine the radiation
intensity at the remote point. After its two-minute cycle is completed
the remote equipment disconnects itself and the operator receives normal
disconnect superV~8ion. 

V

Referring to Fig. 1 (Line Terminating Equipment - Remote Station)
its operation may be described as follows. When the remote station is
called, 20-cycle rini~tng current will paas through the 3. mfd capacitor
(A) end an 8A thermistor (B) to operate relay (c) . This in turn will
cause th. operation of relay (p) through normal contacts on relay (E).
Relay (D) in operating will: (1) lock operated through its own contact
(2) connect the ind’.actor (F) across the line to produce an off-hook con-
dition (3) supply 7-1/2 volts to energize the oscillator sequence system.

A sequence of operation then follows to calibrate the telemetering system
and then to send tones back to the control station whose frequency is
determined by the measured radiation level. All tones are within the

• range from 700 to l~00 cycles per second. As a final step in the operat-
ing sequence 7-1/2 volts is applied momentarily to relay (E) to operate V

[Editor ’s Note: Figures 1 and 2 referred to in this Appendix are Figs. 22 and 23
in Appendix A.]
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it and release relay (D ) . This remove s inductor (F) from the line to
restore the on-hook condition and removes 7-1/2 volts from the oscillator
sequence system. Relay (E) then releases when 7-1/2 volts is removed
from its windings and all apparatus is normal.

Referring to Fig. 2 (Line Terminating Equipment - Control Station)
its operation may be described as follows. When the apparatus is assembled
and wired as shown and the key is in its normal position, the regular station
set only is connected to the line . When the key is in the operate position,
the inductor (1533K) is connected across the line and contacts 3 and 8 are
energized. The inductor provides an off-hook condition so the station hand-
set may be replaced to reduce sidetone while frequency measurements are being

V made. Contacts 3 and 8 bridge the A.E.C.’s amplifier, band pass filters,
isolating transformers and frequency measuring equipment across the line.
Contacts 9 and 10 may be connected to a pilot light in the A.E.C. ‘s equip-
ment which serves to indicate that a call is in process on the remote
indicating equipment even though the handset is on the hook .

The arrangements as described above should function either directly
on a subscriber’s line or through a P.B.X. Precautions should be taken to
see that levels do not exceed the maximum allowable over Bell System lines.
Where a telephone instrument Is to be provided it may be bridged across the
line with its ringer disconnected.

At the request of Mr . Greber and Mr. Hanselman, copies of this
letter are included for General Plant and Commercial Managers. Mr. Hanselman
will write to the General Commercial Managers regarding the commercial aspects
of this matter. Copies are also being sent, at Mr. Armstrong’s request, to
all Defense and Military Coordinators.

Yours very truly,

Assistant Chief Engineer
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PRO J ECT 39.9 MAINTE NANCE REPORT

by

Donald G. Ludlum
Reynolds Electrical & Engineering Co., Inc.

PURPOSE AND BACKGROUND

The purpose of Project 39.9 was to measure fallout from various tests dur—
V 

ing Operation Plumbbob. Project manager was Sanford C. Sigoloff , a consultant
to the Division of Biology and Medicine , AEC. The program was sponsored by
the Civil Effects Test Group.

Fallout measurements were made with equipment designed by Louis Cost-
rell , W. Peariman , and H. 0. Cline of the National Bureau of Standards. The
equipment will be referred to as RDS-1A units and consisted of an ion chamber
type detector with a system to convert the ion chamber output to a frequency
shift . Information from the RDS-1A units was transmitted over commercial tele-
phone lines and consisted of oscillator calibration points and detector radiation
level. V

CETG requested Reynolds Electrical & Engineering to interview the tech- 
V

nicians that were assigned to the project and find what maintenance was done on
the RDS-1A units and , from the maintenance man’s view point , how the system
could be improved. V

Technicians associated with 39.9 were:

Employee Now Employed at

Robert J. Stadtlander UCRL, H&N Operation , Livermore
Charles Amandon UCRL , H&N Operation, Livermore
Donald Stewart Unknown 

V

William Dawson REECO, Nevada Test Site

Of the technicians , Stadtlander was generally in charge of the maintenance and
Installation during the majority of the operation.
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OPERATION OF THE UNIT

V 

The RDS—1A units were Installed at both on-site and off-site locations. As
the environmental and handl ing conditions were so varied from on-site to off-
site, the comments will be broken down Into two parts.

V OFF-SITE INSTALLATIO N , MAINTENAN CE, AN D OPE RATION
‘V.

0ff-site Installation went quite smoothly. The units were normally installed
on the roofs of the local telephone buildings. Check—out procedure was occasion-
ally complicated by lack of power for the test equipment , requi ring the check
out to be performed at places other than the final installation point. In one case,
the check out had to be made in an adjoining town.

No problems resulted from the check out procedure.
Off—site maintenance consisted of replacing the unit as a whole at the in-

stallation. The units were not repaired at the time of replacement.
In one case, the installation had to be moved fro m Death Valley Junction ,

Calif., to Lone Pine , Calif. Line noise and frequent outage rendered the unit
useless at Death Valley Junction.

Operation of off—site units was normally without problem. The oscillator
gave the appearance of temperature dependence in that the calibration check

V frequencies would vary through the day. Data could still be used by extrapolat-
ing new conversion curves from the check frequencies. V

Occasionally, reliable data could not be obtained from the off-site locations
owing to noise from the telephone circuits , but this could usually be cleared up
by rerouting the challenge call.

A second form of line problem was very short term line transients , gen—
V erally attributed to operator busy check monitoring. This would cause erratic

count in any of the check-out and reading niodes. As a result , the call would
have to be placed a second or third time to challenge the unit.

ON-SITE OPERATIONS -

On—site operations had the purpose of measuring fallout at various dis-
tances from Ground Zero. Installation was in standard blast cans. Communica-
tion was by field wire to the Bell cable stations and then on to the read-out sta-
tion which was normally at CP-2 . V

The RDS-1A units were handled and operated much more frequently on—site
than off_ sl~..., and some maintenance problems developed.

It was found that the on-site units would develop a drift in calibration fre-
quency with usage. This drift was attributed to the 1.5-volt battery and old
tubes. Replacing 1.5—volt batteries and the ful l tube compliment , the units would
maintain calibration through the test. A shortage of CK5971 tubes developed; so
the procedure of maintenance was to recalibrate the units until the change in
tube characteristic would put the oscillator out of the calibration r ange. Tube V

V 

aging was evident in all stages; however , the cathode follower and oscillator
stages were the only ones that would affect the calibration capabilities. This V
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procedure was used in the units that did not get a new tube compliment. Toward

the end of the operation, some units were “cannibalized” for parts (particularly

tubes) to keep the majority of the units In operation.
Other failures of electrical nature were output transformers shorting in two

units , and stepping switch f ailures In a “few” units. Battery failure occurred In
one unit (open) , but no other battery problems developed. Fresh 1.5-volt bat—

V teries would sometimes be used to bring “old tube” units back up to the cali-
bration range.

V No cause of the output transformer failure was found.
V Stepping switch problems were a result of the motor losing Its torque capa-

bilities. This problem would show up In an abnormally long read-out time. The
motors were not opened, but the technicians thought that the motors became
dust filled and bogged down.

Two mechanical problems developed during on-site operation. The CK5971
tubes would vibrate out of their sockets during delivery to the test site location

and, sometimes, during the blast. The friction catch of the high-voltage lead
(inside the unit at the front cover) would disconnect during transporLation and
during the blast. Some data were lost owing to the above mechanical failures
during the blast.

To overcome the problems, the technicians used electrical tape to hold
down the tubes and high-voltage lead.

GENERAL TECHNICIAN COMME NTS ON THE RDS-1A UNITS

The following proposals were made by the technicians to simplify mainten—
ance, installation, and operation.

1. A portable self-powered frequency meter should be made available for
installation checks of the unit. This would greatly simplify the Installation of
the units where power is not available.

2. A challenge circuit should be provided at the read-out station to sim-
plify getting data from off—site locations. This would eliminate the necessity of

placing more than one call to a station when line transients are encountered or
data are doubtful.

3. Hold downs for the tubes should be incorporated. All wiring should have
positive type connections (such as the front panel HV .  wire) . Plug-in modular
construction of the various electrical subassemblies was highly desirable to
simplify Installation point service. Calibration control at the front panel was

felt necessary, especially, for test site Installation where rough mechanical
usage was encountered.

4. For on-site use , the Instrument weight was very objectionable. Li the in-
strument weight could be lowered , the unit would be subjected to much less me-
chanical abuse from simpler handling procedure. It was suggested that the bat-
tery pack be housed in a separate package with good cable interconnections of
a least 6 ft. This would greatly simplify blast—can installations.

5. It was felt that the RDS—1A units needed complete reconditioning before
they can be used in another operation. This would Include complete tube com-
pliment and stepper switch cleaning.
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The units are presently located in a storage container at the Bureau of
— Standards, Washington, D. C. They will be moved In the near futur e to the Ger-

mantown Operation Area, AEC, Washington, D. C. Robert Darneal, Radiation
Instrument Branch, AEC, Washington, D. C., Ext. 5355, has knowledge of stor-
age of the units. V

RDS-1A units were installed at the following off-site communities: V

Arizona Nevada

1. Kingman 16. Reno V

17. Tonopah
California 18. Wells

2. Baker 19. WinnemuCca

3. Barstow
4. Death Valley Junction 

~~~~~~~~~~

5. Lone Pine
20. Beaver

Nevada 21. Cedar City V

6. Alamo 22. Delta

7. Austin 23. Eureka

- - 8. Carson City 24. Kanab

9. Elko 25. Mantl

10. Ely 26. Mt. Pleasant
V 11. Eureka 27. Parowan

12. Hawthorne 28. Provo
13. Henderson 29. RichfIeld

V 14. Logandale 30. Salt Lake City
15. Pioche 31. St. George

V 
—
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